Hand-held device for OAE-based screening.
In this paper, the main concepts realized in a handheld OAE device are described. These concepts are: weighted averaging, non-linear MLS technique, acoustic probe with flat response, electronic passport of the probe, communication with clinical databases, special language for device control.